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Continuous positive airway pressure 

(CPAP) machines are commonly used to treat 
obstructive sleep apnea (OSA), an occlusional 
disorder of the upper airway that occurs while 
sleeping, which causes intermittent reduction 
of oxygen saturation.1 OSA a� ects as many 
as 26 percent of the adult population in the 
United States.2 Since 1981, positive airway 
pressure has been the mainstay treatment for 
OSA.3 As of 2011, the use of activated oxygen 
disinfecting machines to sanitize CPAP machines 
has increased.4 These machines activate oxygen 
into ozone (O3) and use humidi� ed oxygen to 
disinfect the CPAP mask and tubing. Moreover, 
O3 is currently used for a variety of disinfecting 
aplications, including food processing, 
prevention of dental caries, and chronic 
wounds.5–7

Ozone produces free radicals through two 
mechanisms. The � rst mechanism entails O3 
and an electron donor. A well-studied example 
of this mechanism utilizes the electron donor 
glutathione (GSH), which produces the radical 
anion O3 and radical anion thiyl GS. The O3 
radical ion then reacts with a proton to poduce 
a hydroxyl radical and dioxygen.8 The second 
mechanism is radical-dependent production 
of cytotoxic molecules. The peroxyl radical is 
formed from carbon and oxygen.8 Ozone is 
believed to play a part in both skin and lung 
diseases, potentially through free radical 

development.9,10

Ozone has an attractive value as a 
disinfectant, in part because ozone therapy is 
a strong antiseptic against microorganisms. 
One study found almost complete eradication 
of methicillin-resistant Staphylococcus aureus 
(MRSA) with oxygenated oil and water.11 The 
MRSA-infected areas of tissue that were treated 
with this therapy also exhibited minimal 
scarring.11 Ozone can also be used against 
viruses. One study recorded a signi� cant 
decrease in the load of Norwalk virus in drinking 
water after � ve minutes of O3 treatment.12 In 
addition, ozone is currently used in dentistry to 
disinfect, clean wounds, and control bleeding.13

Ozone appears to be e� ective against bacteria, 
viruses, and fungi.14

Presented here is the � rst case series of a 
CPAP-related irritant contact dermatitis, utilizing 
non-latex � tted masks that were cleaned using 
activated oxygen. All three patients reported 
in this study presented to a local dermatology 
clinic. The patients presented at their regularly 
scheduled appointments, but all patients 
complained of a similar condition that appeared 
to be a form of contact dermatitis. All three 
patients used a CPAP machine that utilizes an 
industry-standard activated oxygen disinfector.

CASE PRESENTATIONS
Three patients, including a 73-year-old 
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woman, 55-year-old woman, and 51-year-old 
man, presented to the clinic for their regularly 
scheduled skin exam. Each patient reported 
an additional complaint of a burning and 
stinging skin irritation involving the bilateral 
malar cheeks (Figures 1 and 2). Two patients 
used the full face mask and one patient used 
the nasal mask (Figure 3).15 The duration of the 
irritation ranged from three months to one year. 
Interestingly, none of the patients reported 
pruritus. In each case, the history revealed the 
use of an activated oxygen disinfector that was 
temporally related to the onset of symptoms. 
The manufacturer of the disinfector was the 
same in all scenarios.

Physical examination revealed symmetric, 
scaling, well-demarcated, erythematous, and, 
in two cases, slightly indurated areas of skin 
involving the bilateral malar cheeks. The patient 
using the nasal mask also had irritation to the 
nostrils and columella. Tenderness to palpation 
was noted in a single case. No vesiculation, 
blistering, drainage, or sloughing was noted. 

The patients were all otherwise healthy and 
demonstrated no other similar skin changes. 

Low to mid-potency corticosteroids were 
prescribed for two of the three patients, yielding 
little to no relief. Two of the three patients 
discussed the issue with their sleep apnea 
specialists and various equipment changes 
yielded no improvement. Further questioning 
revealed a deviation from the manufacturer 
recommendations regarding the use of the 
sanitizing devices. In all three cases, the 
CPAP masks were worn within one hour of 
completing the sanitizing cycle. Manufacturer 
recommendations suggest a minimum of four 
hours between completing disinfection and 
applying the CPAP to the skin. 

Each patient was instructed to lengthen the 
time between completion of the sanitizing 
cycle and application of the mask to a minimum 
of four hours. The patients continued using 
the same mask, straps, and sanitizing devices 
during this period of time. At follow-up, all 
three patients reported complete resolution of 
their symptoms within one to two weeks of the 
behavior modi� cation (Figures 3 and 4). The 
only change made was in the amount of time 
before wear following the cleaning cycle, while 
the patients used their same mask, leading to 
the conclusion of irritant contact dermatitis 
secondary to a product from the activated 
oxygen devices. 

DISCUSSION
All three patients utilized similar activated 

oxygen devices to clean their CPAP machines. 
The patients sanitized their devices within 
one hour of sleep to clean the CPAP machines, 
allowing the device to remain in its container 
until the next use. The sealed container created 

an environment of minimal air� ow. Ozone 
follows common gas laws such that its decay 
time can be considered in terms of its half-life. 
McClurken et al16 showed that, with minimal 
air� ow, ozone requires approximately 1,524 
minutes (25.4 hours) to decay one-half life 
when other factors are controlled. The half-life 
of ozone also decreases linearly with increasing 
temperature. The activated oxygen containers 
are a � xed environment that could be causing 
increased O3 residue on the CPAP machines. 
When a patient uses a CPAP machine daily, they 
may be replacing a mask that contains less than 
one half-life reduction of O3. The residual O3 can 
react with the natural oils on the individual’s skin 
to cause peri-oral dermatitis.17 Either increasing 
the temperature or opening the activated 
oxygen machines following use could remedy 
the above situation. 

Ozone dermatitis has been observed in other 
commercial products. For example, one case 
series reported two patients who reacted to 
ozonated olive oil. Both patients had similar 
reactions to those reported for the patients 
considered in this study; in other words, they 
presented with well-demarcated irritant contact 
dermatitis. Both patients were patch tested, with 
one patient having a positive reaction to her 
oxygenated oil.18 The other patient had neither 
a reaction to oxygenated oil or plain olive oil. A 
control group of 20 people showed a 40-percent 
reaction rate to oxygenated olive oil. Squalene 
has been implicated as reacting with O3 on 
the epidermis to create periodical damage.17

Moreover, there is some evidence that O3 oils can 
suppress Th2-dominant cytokines and increase 
the suppression of interleukin-10. This process 
has been considered bene� cial in in� ammatory 
reactions, such as atopic dermatitis.19

FIGURE 1. Full face mask patient with erythema on the 
nasolabial fold

FIGURE 2. Nasal face mask patient with erythema on 
the base of the nose and superior malar cheeks

A B C

FIGURE 3. Points of attachment of CPAP mask; A) Nasal face mask; B) Full face mask; C) Nasal pillow
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CONCLUSION
Additional research should be carried out 

regarding the use of O3. Currently, these devices 
are not approved by the United States Food 
and Drug Administration (FDA).20 The FDA has 
received 11 reports of cough, nasal irritation, 
headaches, and asthma attacks following use 
of CPAP disinfectors.20 It is possible that the 
above patients are not using their activated 
oxygen cleaning devices properly. A follow-
up study determining the amount of O3 that 
remains after cleaning could be useful in 

determining how long patients should wait 
before using their masks. If the containers create 
an environment that prolongs the residence of 
the O3 residue, then an integrated � ow system 
in the disinfecting machines could decrease the 
amount of O3 that remains on the mask and 
tubing. There is minimal research on the bene� ts 
that activated oxygen machines a� ord patients. 
These machines might be causing more harm 
than good when patients are not instructed on 
the proper use.
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FIGURE 4. Resolution of symptoms revealing non-
melanotic skin cancer (purple marker)

FIGURE 5. Resolution of symptoms in the nasal face 
mask patient




